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18.2

new HIV infections in

every 100,000 6.7

Aboriginal people. new HIV infections
in every 100,000

non-Aboriginal
Canadians.

HIV INFECTIONS
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ABORIGINAL PEOPLE

il
PEOPLE BORN IN COUNTRIES
WHERE HIV IS ENDEMIC

www.catie.ca



Stigma:

a marK ot disgrace or
intamy; 2 mark of
shame or discredit. An
identifying mark or
characteristic.
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8 CBC | MENU v

news Top Storles Local The National Opinlon World Canada Politlcs Indigenous

Saskatchewan

New HIV screening method leads to apparent
spike in testing at Sask. First Nations

Doctor says problems with racism in healthcare system deter people from getting
tested

Alicia Bridges - CBC News - Posted: Feb 16, 2018 1:56 PM CT | Last Updated: February 16

The Saskatoon Tribal Council has introduced dried blood spot testing in an effort to reduce stigma and
mprove anonymity for people who want to get tested for HIV. {Ron Boileaw/CBC)



clinical chemistry ?

HbA,

syphilis

HIV
Hep C

Hep B HSV-1/2

HTLV



Dried Blood Spot Testing (HIV/HCV)

Serological (Antibody) Molecular (DNA/RNA)
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SCREEN CONFIRM




HCV DBS Screening Validation

N=78
Assays Matrix 55“5']}“\’!1? Spei;ﬁmty
Plasma 100 100
Ortho HCV
DBS 100 100
6 =+#=Plasma 10ul Lo

-l-DBS 160ul eluate
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HCV Seroconversion Panel PHV920 AccuVert™
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Days since bleed

'The NLHRS is accredited to ISO 15189 and ISO 17043’



log10 1L/ mL
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Roche HCV Viral Load DBS vs plasma
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Detected but non-

quantifiable

Days since bleed

HCV Seroconversion Panel PHV920 AccuVert™

'The NLHRS is accredited to ISO 15189 and ISO 17043’



HIV DBS Screening Validation

N =121
Assays Matrix Sensnltwlty SpEE;IﬁEIt}'
Yo Yo
_ Plasma 100 100
Bio-Rad GS HIV Ag/Ab EIA
DBS 96.6 100
Aviog HIV-1 EIA DBS a5 100
Seracare PRB950 Seroconversion panel
10
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Days since bleed

'The NLHRS is accredited to ISO 15189 and ISO 17043’



LoglO Cp/mL
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Roche HIV-1 Viral Load DBS vs Plasma

5.72

DBS LLOD =
1000 cp/mL

£ 51 5.09

Detected but non-
guantifiable

«#-DBS DBS with conversion factor “&-Plasma

'The NLHRS is accredited to ISO 15189 and ISO 17043’
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